[Research on wavelength matching of therapeutic laser fiber].
Medical laser adopts optical fibers as spread media, using laser energy for the purpose of diagnostics and therapeutics. The corresponding industry standard is YY/T 0758-2009 General requirements for therapeutic laser fiber, which requires manufacturers to offer applicable wave length (or spectrum range) of the fiber, and the corresponding minimum transmission efficiency of the wave length. This research focuses on the matching of therapeutic laser fiber and laser source, to support and emphasize the importance and reasonability of relative requirements in YY/T 0758-2009.